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B I O M E C H A N I C S
he early diagnosis of corneal ectasia is of foremost 
importance in both screening for refractive surgery 
and the early treatment of keratoconus. Topogra-
phy or tomography analysis using either videokeratography 
or optical coherence tomography instruments can help de-
tect alteration in the shape of the cornea such as thinning 
and increased curvature. However, these instruments can-
not measure the mechanical stability, which is thought to 
be the initiating event of the disease, even before notable 
changes in corneal morphology take place.1,2 For this rea-
son, there has been increasing interest in developing instru-
ments to measure the in vivo biomechanical properties of 
the cornea to aid the diagnosis of an ectasia in a “biome-
chanical” stage, when topography and tomography are nor-
TABSTRACT
PURPOSE: To evaluate the ability of a new combined 
biomechanical index called the Corvis Biomechanical In-
dex (CBI) based on corneal thickness profile and defor-
mation parameters to separate normal from keratoconic 
patients.
METHODS: Six hundred fifty-eight patients (329 eyes 
in each database) were included in this multicenter ret-
rospective study. Patients from two clinics located on 
different continents were selected to test the capability 
of the CBI to separate healthy and keratoconic eyes in 
more than one ethnic group using the Corvis ST (Oculus 
Optikgeräte GmbH, Wetzlar, Germany). Logistic regres-
sion was employed to determine, based on Database 1 
as the development dataset, the optimal combination 
of parameters to accurately separate normal from kera-
toconic eyes. The CBI was subsequently independently 
validated on Database 2.
RESULTS: The CBI included several dynamic corneal 
response parameters: deformation amplitude ratio at 1 
and 2 mm, applanation 1 velocity, standard deviation of 
deformation amplitude at highest concavity, Ambrósio’s 
Relational Thickness to the horizontal profile, and a nov-
el stiffness parameter. The receiver operating character-
istic curve analysis of the training database showed an 
area under the curve of 0.983. With a cut-off value of 
0.5, 98.2% of the cases were correctly classified with 
100% specificity and 94.1% sensitivity. In the valida-
tion dataset, the same cut-off point correctly classified 
98.8% of the cases with 98.4% specificity and 100% 
sensitivity.
CONCLUSIONS: The CBI was shown to be highly sensi-
tive and specific to separate healthy from keratoconic 
eyes. The presence of an external validation dataset 
confirms this finding and suggests the possible use of 
the CBI in everyday clinical practice to aid in the diagno-
sis of keratoconus. 
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mal. The first one to be developed was the Ocular Re-
sponse Analyzer (ORA) (Reichert Inc., Depew, NY).3 
The ORA measures corneal behavior during a bidirec-
tional applanation process induced by an air jet and 
produces estimates of corneal hysteresis and corneal 
resistance factor, along with a set of 38 waveform-
derived parameters.4-6 The capability of the ORA to 
diagnose keratoconus was tested in several articles6-8 
but never reached the gold standard.
The Corvis ST (Oculus Optikgeräte GmbH, Wetz-
lar, Germany) was later introduced as a noncontact 
tonometer that monitors the response of the cornea 
to an air pressure pulse using an ultra-high speed 
Scheimpflug camera and uses the captured image se-
quence to produce estimates of intraocular pressure 
(IOP) and deformation response parameters.9 The 
Corvis ST does not currently provide an automatic 
analysis of corneal biomechanics.
The aim of this article was to develop a combined 
biomechanical index called the Corvis Biomechanical 
Index (CBI) based on different dynamic corneal re-
sponse (DCR) parameters provided by the Corvis ST to 
separate keratoconic from normal eyes.
PATIENTS AND METHODS
Six hundred fifty-eight patients were included in 
this multicenter retrospective study. The patients from 
two clinics located in two different countries were se-
lected to include variability from different continents 
and to test the capability of the CBI to separate healthy 
and keratoconic eyes in more than one ethnic group. A 
total of 329 patients (227 healthy and 102 keratoconic) 
were enrolled from the Rio de Janeiro Corneal Tomog-
raphy and Biomechanics Study Group, Rio de Janeiro, 
Brazil (Database 1) and 329 patients (251 healthy and 
78 keratoconic) from the Vincieye Clinic in Milan, It-
aly (Database 2). The institutional review board ruled 
that approval was not required for this record review 
study, and it was conducted according to the tenets 
of the Declaration of Helsinki. However, participants 
provided informed consent before using their data in 
the study.
All patients had a complete ophthalmic examina-
tion including the Corvis ST and Pentacam (Oculus 
Optikgeräte GmbH) examinations. 
The inclusion criterion of this study for the kerato-
conic population was the presence of bilateral clear ker-
atoconus without any previous ocular procedures, such 
as corneal collagen cross-linking or intracorneal ring 
segment implantation. Conversely, the inclusion crite-
ria for the healthy participants were the presence in the 
database of a Corvis ST examination, a Belin/Ambrósio 
Enhanced Ectasia total deviation index (BAD-D) score 
from the Pentacam with less than 1.6 standard devia-
tions (SDs) from normative values in both eyes, and a 
signed informed consent. Exclusion criteria included 
any previous ocular surgery or disease, myopia greater 
than 10.00 diopters (D), and any concomitant or previ-
ous glaucoma or hypotonic therapies. The BAD-D cut-
off of 1.6 SD was used because it is described as the 
best performing screening parameter with values of 1.65 
and 1.88 associated, respectively, with 95% and 97.5% 
confidence intervals and an acceptable false-negative 
rate below 1%.10 Moreover, to confirm the diagnosis 
of either keratoconus or normality, all examinations 
at the Vincieye Clinic were blindly reevaluated by Dr. 
Ambrósio to confirm the diagnosis. Similarly, all of the 
examinations at the Rio de Janeiro Clinic were blindly 
reevaluated by Dr. Paolo Vinciguerra. 
Only Corvis ST examinations with good quality 
scores that enabled calculation of all deformation pa-
rameters were included in the analysis. The quality of 
the examination (quality score) was analyzed based 
on the following factors: model deviation of front and 
back surface, lost images, valid data points for corneal 
front and back surface, and alignment in x, y, and z po-
sition. In addition, the profile of the air pulse for each 
measurement was compared with the desired value.
Model deviations occurred if the edge detection and 
polynomial fit did not give reliable results (eg, if the 
edge detection is affected by eyelashes or eyelids).
Some of the 140 images might be lost if the patient 
blinks. If one or more images are missing, the param-
eter “lost images” indicates the poor quality of the 
examination. If only some data points are missing, 
the parameter “valid points” tests whether sufficient 
data points are available. For the anterior surface of 
the cornea, more than 95% of valid data points should 
be available for each image. The alignment position is 
also analyzed: the distance of the highest point to the 
corneal vertex in x,y coordinates is measured. In ad-
dition, the deviation in z position to the desired mea-
surement distance (11 mm) is analyzed. Finally, the 
deviation of the air pulse to the reference air pulse is 
calculated and should not exceed 5% deviation over 
the whole air pulse curve.
All measurements with the Corvis ST were taken 
by the same experienced technicians and captured by 
automatic release to ensure the absence of user depen-
dency. Additionally, a second manual, frame-by-frame 
analysis of the examination, made by an independent 
masked examiner, was performed to ensure the quality 
of each acquisition. The main criterion was good edge 
detection over the whole deformation response, with 
the exclusion of alignment errors (x-direction). Simi-
larly, blinking errors were omitted. 
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The Corvis ST uses an ultra-high speed Scheimp-
flug camera that captures 4,330 images per second 
and covers 8 mm of the central cornea in a single 
horizontal meridian. The instrument’s light source is 
an LED light of 455 nm wavelength. The instrument 
applies an air impulse with a maximum pressure of 
25 kiloPascals. A quality score is available just after 
the measurement is taken for assessing the reliability 
of the measurement. This is based on a series of pa-
rameters that are obtained so that a quality score is 
also available for the pachymetry and IOP data. The 
Corvis ST output parameters from each measurement 
using research software were exported to a spread-
sheet and analyzed.
Only one eye per patient was randomly included in 
the analysis to avoid the bias of the relationship be-
tween bilateral eyes that could influence the analysis 
result. 
DCR PaRameteRs
Sixteen DCR parameters provided by Corvis ST were 
evaluated. These included: A1 velocity (speed of cor-
neal apex at first applanation), A2 velocity (speed of 
corneal apex at second applanation), peak distance 
(distance between the two bending peaks created in 
the cornea at the maximum concavity state), highest 
concavity radius (radius of the central cornea at the 
maximum concavity state, based on a parabolic fit), and 
deformation amplitude (the largest displacement of cor-
neal apex in the anterior-posterior direction at the mo-
ment of highest concavity).4,9 During the measurement, 
the whole eye movement, another measured parameter, 
affects deformation amplitude. As the cornea deforms 
and approaches maximum displacement, the whole eye 
displays a slow linear motion in the anterior-posterior 
direction. Another DCR is the deflection amplitude de-
noting displacement of corneal apex in reference to the 
cornea’s initial state. Therefore, the deformation am-
plitude is the sum of corneal deflection amplitude and 
whole eye movement. Additionally, the deflection area 
describes the “displaced” area of the cornea in the ana-
lyzed horizontal sectional plane.
Other DCR parameters can be extrapolated from the 
highest concavity moment, including inverse concave 
radius and peak distance. The inverse concave radius 
(1/R) is plotted over the duration of the air pulse and 
the integrated sum is calculated between the first and 
second applanation events.4,9 The peak distance de-
scribes the distance between the two highest points of 
the cornea’s temporal-nasal cross-section at the high-
est concavity moment.4
Two new parameters called central-peripheral de-
formation amplitude ratio (deformation amplitude ra-
tio) measured at 1 or 2 mm and one additional DCR pa-
rameter named deflection amplitude ratio describe the 
ratio between the deformation/deflection amplitude at 
the apex and the average deformation/deflection am-
plitude measured at 1 or 2 mm from the center. The 
greater the deformation amplitude ratio and deflection 
amplitude ratio, the less resistant is the cornea to de-
formation. Therefore, one would expect higher values 
of deformation amplitude ratio and deflection ampli-
tude ratio to be associated with softer corneas.
The Delta Arclength (HCdArclength) is another DCR 
parameter that describes the change in Arclength dur-
ing the highest concavity moment from the initial state, 
in a defined 7-mm zone. This parameter is calculated 
3.5 mm from the apex to both sides in the horizontal 
direction. The temporal changes in the Delta Arclength 
are also calculated for the exact same zone and a plot 
is generated.
Further, and in addition to the central corneal thick-
ness, the Corvis ST generates a new index called Am-
brósio’s Relational Thickness to the horizontal profile 
(ARTh), which is based on the thickness profile in the 
temporal-nasal direction11 as follows:
1. Corneal thickness is calculated at points with 0.2 
mm spacing and the percentage thickness increase 
is calculated at each point relative to the smallest 
value.
2. The ratio between the percentage values (percent-
age thickness increases) and the corresponding 
normative values is calculated for each position 
along the complete thickness profile.
3. The average ratio for all positions provides the 
Pachymetric Progression Index: a value higher 
than 1 indicates a faster thickness increase than 
normal and a lower value indicates a slower 
thickness increase toward the periphery than 
normal.
4. The division between corneal thickness at the 
thinnest point and the Pachymetric Progression 
Index provides ARTh (ARTh = corneal thickness 
thinnest/pachymetric progression). A lower value 
indicates a thinner cornea and/or a faster thick-
ness increase toward the periphery.
The force balance between the external air pres-
sure and the IOP is determined at first applanation 
(A1), which defines the reference position for the 
development of a novel stiffness parameter (SP-A1) 
in the form of force divided by displacement. There-
fore, the SP-A1 is defined as resultant pressure (Pr) 
divided by deflection amplitude at A1. Pr is defined 
as the adjusted pressure at A1 (adj AP1) minus a bio-
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mechanically corrected IOP value (bIOP), resulting 
in the following equation: SP-A1 = (adjusted AP1 – 
bIOP) / A1 deflection amplitude.
The spatial and temporal profiles of the Corvis ST 
air pressure pulse were measured using hot wire an-
emometry,12 and adjusted AP1 was calculated as the 
air pressure impinging on the cornea at the time and 
position of applanation. The bIOP value was derived 
by finite element simulations that take into account the 
influence of central corneal thickness, age, and DCR 
parameters. This value has been validated both experi-
mentally and clinically.13
The standard deviation (SD) of the deformation am-
plitude at highest concavity, relative to the correlation 
of deformation amplitude with bIOP in 705 eyes of 
705 patients,14 is used to calculate the new parameter: 
SD–deformation amplitude. The SD value provides the 
multiple of SDs the measured value of highest concav-
ity deformation amplitude is above the regression line 
between highest concavity deformation amplitude and 
bIOP in the referenced dataset. By taking this regres-
sion analysis into account, the confounding influence 
of IOP can be reduced.
statistiCal analysis
Receiver operating characteristic (ROC) curves were 
applied to determine the overall predictive accuracy 
of dynamic corneal response parameters and the com-
bination of them, as described by the area under the 
curve (AUC). These curves are obtained by plotting 
sensitivity versus specificity, which is calculated for 
each value observed. An area of 100% implies that the 
test perfectly discriminates between groups. 
Logistic regression with forward stepwise inclusion 
was employed to determine the optimal combination of 
best predictors from the individual indices for the cre-
ation of a CBI for the accurate separation between normal 
and keratoconic eyes, using Database 1 (Training dataset) 
for development. The parameters included in the analy-
sis were bIOP, pachymetry (central corneal thickness), 
deformation amplitude, SD–deformation amplitude, ap-
planation 1 velocity, peak distance, HCdArclength, high-
est concavity deflection area, deformation amplitude ra-
tio 2 mm, deformation amplitude ratio 1 mm, deflection 
amplitude ratio, inverse concave radius, radius highest 
concavity, stiffness parameter-A1, and ARTh.
To make the coefficients of the logistic regression 
less dependent on extreme values, outliers for the CBI 
coefficients were excluded. After the refinement of the 
coefficients, outliers were re-included to test the capa-
bility of the CBI to separate normal from keratoconic 
eyes in the complete training dataset (Database 2). Op-
timal cut-off points of the CBI were obtained from the 
ROC curves as those closest to the perfect classification 
point. Subsequently, to exclude overfitting, the param-
eter combination was independently validated using 
Database 2 (validation dataset).
The statistical analysis was performed with SPSS 
software (version 23; IBM Corporation, Armonk, NY). 
RESULTS
Two hundred eighty-four left eyes and 374 right 
eyes were included. Database 1 included 152 left and 
177 right eyes and Database 2 included 147 left and 
182 right eyes. The mean age ± SD of normal eyes was 
37 ± 12 years in Database 1 and 32 ± 12 years in Data-
base 2, whereas the mean age of keratoconic patients 
was 43 ± 17 years in Database 1 and 37 ± 17 years in 
Database 2. The study included 316 women and 342 
men with a sex ratio (male to female) of 0.83 in nor-
mal patients and 2.27 in keratoconic patients. Dataset 
1 comprised 169 women and 160 men with a sex ratio 
of 0.72 in normal patients and 1.76 in keratoconic pa-
tients. Dataset 2 included 147 women and 182 men, 
with a sex ratio of 0.95 in normal patients and 3.33 in 
keratoconic patients.
Considering only the keratoconic population in 
Database 1, the mean maximum keratometry (Kmax) 
value was 55.53 ± 9.24 D and the mean BAD-D value 
was 9.98 ± 17.23. In Database 2, the mean Kmax value 
was 54.11 ± 6.17 D and the mean BAD-D value was 
8.26 ± 0.44. None of these differences were statistically 
significant (P > .05).
The Topographic Keratoconus Classification (TKC) 
provided by the Pentacam15 for both databases of the 
keratoconic patients is summarized in Table A (avail-
able in the online version of this article).
The stepwise logistic regression, based on Database 
2 (training dataset), produced the following formula: 
CBI = EXP (Beta) / (1+ EXP(Beta))
where Beta = B1 * A1Velocity + B2 * ARTh + B3 * 
Stiffness Parameter-A1 + B4 * DARatio1mm + B5 * 
DARatio2mm + B6 * SD–Deflection Amplitude + B7 
and B1 = -59.487, B2 = -0.027; B3 = -0.092, B4 = -27.169, 
B5 = 5.472, B6 = -0.599, B7 = 46.576. 
Values of all constants used in the equation were high-
ly significant (P < .01).
The ROC curve analysis of the training dataset (Da-
tabase 1) showed an AUC of 0.983 (Figure 1A). With a 
cut-off value of 0.5, 98.2% of the cases were correctly 
classified with 100% specificity and 94.1% sensitivity. 
Table 1 shows the gain in sensitivity and specificity 
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with each step of the logistic regression to create the 
CBI.
In the validation dataset (Database 2), the AUC was 
0.999 and the same cut-off point correctly classified 
98.8% of the cases with 98.4% specificity and 100% 
sensitivity (Figure 1B). The ROC curve analysis of the 
combined datasets showed an AUC of 0.990 and a good 
predictive accuracy of the CBI (Figure 1C).
Figure 2 shows the comparison of the ROC curves of 
the single parameters and the CBI.
DISCUSSION
There is a strong body of literature supporting the 
observation that keratoconic corneas are significantly 
“softer” or have lower tangent modulus values than 
normal corneas.16,17 These observations led to a hy-
pothesis on biomechanical pathogenesis of kerato-
conus based on existing biomechanical models and 
Figure 1. The receiver operating characteristic (ROC) of (A) the training 
dataset (1) with an area under the curve of 0.983, (B) the validation 
dataset (2) with an area under the curve of 0.999, and (C) the combined 




Gain in Sensitivity and Specificity With 
Each Step of the Logistic Regression 
to Create the CBI
Step Disease 0 Disease 1 % Correct
1
  Disease 0 221 6 97.4
  Disease 1 14 88 86.3
  Overall % – – 93.9
2
  Disease 0 222 5 97.8
  Disease 1 11 91 89.2
  Overall % – – 95.1
3
  Disease 0 222 5 97.8
  Disease 1 8 94 92.2
  Overall % – – 96.0
4
  Disease 0 224 3 98.7
  Disease 1 9 93 91.2
  Overall % – – 96.4
5
  Disease 0 226 1 99.6
  Disease 1 7 95 93.1
  Overall % – – 97.6
6
  Disease 0 227 0 100
  Disease 1 6 96 94.1
  Overall % – – 98.2
CBI = Corvis Biomechanical Index; Step 1 = Ambrósio’s Relational 
Thickness to the horizontal profile; Step 2 = stiffness parameter at appla-
nation 1 (A1); Step 3 = A1 velocity; Step 4 = deformation amplitude ratio 
2 mm; Step 5 = deformation amplitude ratio; Step 6 = standard deviation 
of deformation amplitude
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clinical topographic and tomographic data.1,18 The 
hypothesis, later supported by the studies of Scarcelli 
et al.,2 proposed that the initiating event in keratoco-
nus was a focal reduction in biomechanical properties 
resulting in tissue thinning as the softer area strains 
more than the surrounding stiffer areas. The cause 
may be an underlying pathology or perhaps a genetic 
predisposition with an external insult acting as a trig-
ger, such as eye rubbing in a focal region. The result is 
that the focal reduction in tangent modulus generates, 
over time, greater deformation under IOP, causing fo-
cal thinning with increased stress and subsequent cor-
neal bulging with loss of clear vision. The increase in 
curvature is associated with focal stress reduction as 
a compensatory mechanism, which contributes to an 
overall stress redistribution. This leads to a cycle of 
biomechanical decompensation driven by the dispar-
ity in corneal properties, with continued thinning and 
bulging, both of which redistribute the overall stress 
in the cornea. A direct consequence of this theory is 
that it might be possible to diagnose an ectasia based 
on observed deterioration in mechanical properties 
before the resulting changes in thickness and curva-
ture profiles become evident. For this reason, the in 
vivo evaluation of corneal biomechanics is being de-
veloped and exploited in this study to achieve better 
outcomes for the early diagnosis of keratoconus. Given 
this aim, DCR parameters provided by the Corvis ST 
were analyzed and combined to create a biomechani-
cal index aimed to separate normal from keratoconic 
patients.
This multicenter study included more than 600 cas-
es from two different continents. The inclusion of only 
one eye per patient eliminated the risk of bias due to 
the relationship between bilateral eyes. Both datasets 
included only eyes with clear keratoconus and clearly 
normal eyes, but there are few minor differences. Con-
sidering the population of the two datasets, Database 
1 had a slightly higher amount of early keratoconus 
cases; in particular, 6 cases were classified as normal 
by the TKC but abnormal with the BAD-D and the re-
view by two experts (PV and RA). For this reason, Da-
tabase 1 was used to create the formula because it was 
thought to be more challenging. 
We recently published a study that included more 
than 700 healthy subjects that evaluated the DCR pa-
rameters mostly correlated with biomechanics and less 
affected by IOP and provided normality values for each 
of them.14 This background was critical to understand 
which parameter is more helpful in separating normal 
corneas from ectatic corneas. 
Following the determination of the optimum pa-
rameter combination of the CBI, its diagnostic capabil-
ity in distinguishing between normal and keratoconic 
eyes was assessed. The multivariate diagnostic model 
created showed high sensitivity and specificity with 
an overall AUC of 0.990. The CBI correctly classified 
more than 98% of the cases in both datasets.
To our knowledge, this is the first time in the lit-
erature that a combination of Corvis ST parameters is 
able to provide such efficiency for detecting keratoco-
nus. Most earlier studies produced an AUC lower than 
0.900,19-21 even though some of these studies refer to 
subclinical cases.22
However, the dynamic Scheimpflug Corvis ST device 
is relatively new. Many similar studies were performed 
with the ORA, even if the device is not currently commer-
cialized to diagnose keratoconus. However, the majority 
of the studies, even where the waveform derivatives were 
evaluated (37 additional parameters), produced a lower 
AUC.7,8,23-25 Hallahan et al.6 and Ventura et al.26 showed 
comparable AUC, but those studies included fewer cases 
and controls and did not have an external validation.
The presence of an external validation is of foremost 
importance when considering a multivariate analysis 
to exclude overfitting and because the cut-off value in 
one database may not produce the same results in a 
second independent one. The inclusion of this valida-
tion in our study, which produced even better results 
than with the training dataset, confirms the diagnostic 
performance of the CBI. To our knowledge, this was 
the first time in the literature that a larger validation 
dataset was used to confirm the diagnostic ability of an 
ectasia detection formula.
Additionally, it is important to comment that, even 
if the training dataset of the CBI reached a high sensi-
Figure 2. The comparison of the receiver operating characteristic (ROC) 
curves of the single parameters included in the Corvis Biomechanical Index 
(CBI): A1 velocity, deformation amplitude (DA) ratio 1 and 2 mm, stiff-
ness parameter A1, standard deviation (SD) of DA at highest concavity, 
Ambrósio’s Relational Thickness to the horizontal profile (ARTh), and CBI.
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tivity and specificity, the same cut-off value in the vali-
dation dataset produced even better results. This last 
finding excludes the risk of overfitting and confirms 
the diagnostic capability of the CBI for keratoconus.
A possible criticism of our study could be the 
decision to use ARTh and A1 velocity, the first be-
cause it is already a pure thickness profile with a 
good AUC, and the second because its AUC is not 
as good as the other parameters included. However, 
as shown in Table 1, sensitivity and specificity in-
creased meaningfully with the addition of the other 
five DCR parameters, which confirms the importance 
of biomechanics in evaluating ectasia. Furthermore, 
ARTh can be considered either a thickness param-
eter inside the multivariate analysis to separate nor-
mal from keratoconic eyes or a correction parameter 
for the possible difference in thickness between 
the patients to correctly evaluate biomechanics. It 
is known that many DCR parameters are correlated 
with thickness.14,27,28 Regarding the inclusion of A1 
velocity, even though it has a poor single capabil-
ity of separating healthy from keratoconic eyes, its 
presence increased the sensitivity by two percentage 
points (see step 3 of Table 1). We hypothesize that, 
given its correlation with IOP,14 it compensates for 
the difference in IOP in the single cases. Instead of 
A1 velocity, one could also use IOP, but A1 velocity 
worked better in the combination. Furthermore, its 
beta value was highly significant.
It might be interesting to evaluate diurnal variations 
for keratoconus DCR parameters and how this might 
affect the measurements in healthy and keratoconic 
eyes. A study is already in progress to evaluate this 
possible effect, together with repeatability and repro-
ducibility of DCR parameters of the Corvis ST. 
In this study, we decided to exclude forme fruste 
keratoconus and subclinical cases from the databases 
to create the CBI. However, another study is in pro-
cess, with promising results, to test the capability of 
the CBI alone and in combination with Pentacam in-
dices to separate healthy eyes from eyes with forme 
fruste keratoconus.
Our study introduces the CBI for keratoconus di-
agnosis, which was shown to be highly sensitive and 
specific alone to separate healthy from ectatic eyes. 
The presence of an external validation dataset from 
another continent confirms this finding and suggests 
the possible use of the CBI in everyday clinical prac-
tice, together with topography and tomography, to aid 
the diagnosis of ectasia. More studies are in progress 
to show the capability of the CBI alone and in combi-
nation with tomographic indexes to separate healthy 
from subclinical cases.
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TABLE A
Topographic Keratoconus 
Classification Provided by Pentacam
Classification Frequency % Cumulative %
Database 1
  – 6 5.9 5.9
  1 14 13.7 19.6
  1 to 2 14 13.7 33.3
  2 26 25.5 58.8
  2 to 3 8 7.8 66.7
  3 16 15.7 82.4
  3 to 4 8 7.8 90.2
  3 PMD 2 2.0 92.2
  4 3 2.9 95.1
  Abnormal 2 2.0 97.1
  Possible 3 2.9 100
  Total 102 100 –
Database 2
  1 7 8.8 8.8
  1 to 2 12 15.0 23.8
  2 24 30.8 55.0
  2 to 3 13 16.3 71.3
  3 12 16.3 87.5
  3 to 4 7 8.8 96.3
  4 1 1.3 97.5
  Possible 2 2.5 100
  Total 78 100 –
PMD = pellucid marginal degeneration 
The Pentacam is manufactured by Oculus Optikgeräte GmbH, Wetzlar, 
Germany.
